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The  work  reported  herein  was  sponsored  by  the 
United  States  Aruy  Research  Office,  Durham,  under 
Contract  No.  DA-31-124-ARO-D-246.  The  study  presented 
herein  was  conducted  by  Mr.  James  E.  Evans  in  fulfill¬ 
ing  the  requirements  for  a  thesis  in  his  Master  of 
Science  program  at  The  Ohio  State  University. 
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II  ABSTRACT 


The  principle  of  operation  of  a  field  mill  in  ex¬ 
plained  and  an  analytical,  analysis  of  the  fixed  conductor 
field  mill  is  presented.  Several  Previous  field  mill 
designs  are  reviewed,  and  the  summary  presents  the 
different  field  mill  desi/pas  in  tabular  form.  A  fixed 
conductor  field  mill  is  desisted  to  operate  in  a  subsonic 
wind  tunnel  whose  airstream  contains  a  particulate  sus¬ 
pension.  Various  field  mill  vane  configurations  are 
desired,  calibrated,  and  evaluated  with  the  configura¬ 
tion  best  suited  to  the  environment  used  to  obtain  measure¬ 
ments  of  the  masriitude  and  polarity  of  the  electric  field 
in  the  wind  tunnel. 
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maximum  exposed  area  of  the  stator 
instantaneous  exeosed  area  of  the  stator 
Capacitance 

electric  flux  density,  a  vector 

electric  field  strength,  a  vector 

peak-to-neak  current 

time  varying  current 

net  charge 

resistance 

time 

half  period  of  the  exposure-screening  cycle 
peak-to-peak  voltage 
time  varying  voltage 

angular  velocity  of  the  exposure-screening  cycle 
impedance 

permiciti vity  or  dialectric  constant 
surface  charge 
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V  INTRODUCTION 


In  the  course  of  an  investigation  of  electrostatic 
phenomena  associated  with  a  vortex  seeded  with  a  parti¬ 
culate  suspension  (ref.  3),  it  was  necessary  to  obtain 
measurements  of  the  variation  of  the  electric  field 
through  a  vortex.  In  order  to  accomplish  the  above  a 
small,  aerodynamically  shaped,  mechanical  collector  was 
needed. 

The  primary  objective  of  this  investigation  was  to 
desiscn,  test  and  evaluate  such  a  collector,  or  field 
meter,  which  is  commonly  referred  to  as  a  "field  mill". 

A  secondary  objective  was  to  summarize  and  organize 
the  work  of  previous  investigators  in  the  development 
of  field  meters. 
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VI  PRINCIPLE  OF  OPERATION  OF  THE  FIELD  MILL 

In  figure  1  a  field  mill  has  been  shown  schematically 
as  three  plates:  a  grounded  plate,  a  conductor,  or  stator, 
plate  above  the  grounded  plate  connected  to  the  grounded 
plate  by  a  resistor,  and  a  grounded  screening  plate  above 
the  stator  which  moves  from  left  to  ri?$ht» 

A  negatively  charged  body  is  now  placed  above  the 
field  mill  plates,  thus  creatine;  an  electric  field  of 
strength  E  between  the  body  and  the  plates.  As  a  result 
of  this  electric  field  an  electric  flux  density,  D,  is 
also  present.  The  flux  density  can  be  defined  as: 

D  =€  E  (1) 

where : 

€  ~  per*  i  tivity 

D  indicates  a  surface  charge  density  and  is  a  vector  in 
the  same  direction  as  E, 

The  field  mill  plates  are  all  electrical  conductors, 

A  conductor  may  be  defined  as  a  medium  in  which  the  electric 
field  is  always  zero.  That  is,  when  a  conductor  is  brought 
into  an  electric  field,  the  electrons  in  the  conductor  flow 
until  a  surface  charge  distribution  is  built  up  that  re¬ 
duces  the  total  field  in  the  conductor  to  zero.  The  sur¬ 
face  charge  distribution  is  said  to  consist  of  "induced 
charges".  Since  the  electric  flux  density  is  proportional 
to  E,  it  is  also  zero  in  a  conductor. 
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FIGURE  I -PRINCIPLE  OF  OPERATION  0 


h 


$ 


With  the  above  preliminarv  observations,  one  can  now 
determine  the  magnitude  of  the  induced  charges  on  the  field 
mill  plates.  Figure  2  presents  a  differei  tial  volume  half 
in  a  plate  and  half  in  the  air* 


Figure  2  (ref. 10) 


where 


Dn^  z  average  inward  normal  electric 

flux  density  in  air 

Dn£  s  average  outward  normal  electric 

flux  density  in  the  conductor 
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Gauss's  law  for  an  electric  field,  (ref.  10)  states* 

•  i 

"The  surface  integral  .of  the  normal  component 
of  the  electric  flux  density  D  over  any  closed 
surface  equals  the  charge  enclosed."  1 
Thus  in  symbols 


where  Q  is  the  net  charge. 

Now,  if  one  lets  A  Z-+  0  to  eliminate  the  surface  area  of 

t 

the  ends  of  the  volume  element,  the  total  flux  over  the 
element  is  entirely  due  to  the  normal  fluxes. 

By  apply ing  Gauss's  law  to  the  volume  element  with 
the  above  condition,  the  integral  reduces  to 

i 

Dn2 Ax  Ay*  Dn^ AxAy  :  Q  : fs A x Ay 
Dividing  by  the  area  Ax  Ay 

:  i 

Dn2~  DnjsOs 

"  »  1 

But  Dn2»  is  the  electric  flux  density  in  the  cbnductor 
which  is  zero.  Therefore  , 

(3) 


-  Dni  =os 


That  is  the  electric  field  induces  a  surface  charge  on 
the1  conductor  equal  in  magnitude  to  the  normal  component 
of  the  electric  flux  density  and  opposite  in  sign* 

•  Using  the  above  basic  principles  the  operation  of  the 

field  mill  ;has  been  illustrated  in  figure  1  A  -  E*  When 

! 

the  stator  is  not  shielded  (figure  1A)  by  the  screening 
plate  the  negati'Jtel.y  charred  body  induces  a  charge  of 
opposite  sian  on  the  stator  surface*  As  the  grounded 
screening  plate 'shields  part  of  the  stator  from  the 

i 

electric  field  lines  (figure  IB)  the  surface  charge  on 

the  shielded  portion  of  the  stator  plate  must  go  to  zero* 

1 

Therefore  charge  flows  to  ground  through  the  resistor* 

When  the  stator  is  completely  shielded  (figure  1C)  all 

bound  surface  charge  on  it  must  go  to  zero  and  flow 

{  * 

through  the  resistor  to  ground.  As  the  screening  plate 

move's  away  from  the  stator  and  re-exposes  part  of  the 

stator  surface  to  the  electric  field  lines  (figure  ID) 

induced  surface  charge  must  reappear  on  that  exposed 
,  » 

area  of  the  stator*  Hence  charge  flows  from  the  ground 
through  the  resistor  to  the  stator  surface.  Finally* 

.the  stator  is  completely  exposed  to  the  electric  field 
(figure  IE)  and 'all  the  original  surface  charge  re¬ 
appears  on  the  stator  plate* 
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Thus,  if  the  stator  is  alternately  exposed  to  and 
screened  from  an  electric  field,  an  alternating  current 
will  be  induced  whose  maximum  amplitude  will  be  propor¬ 
tional  to  the  surface  charge  density  and  thus  to  the 
electric  field  strength,  E. 


. mmiiiMMiiajim . - . 


equating  the  two  expressions  for  Jz  one  obtains 


Q  =  (E2  Ax  Az 


Integrating  the  above  equation  with  the  assumption  that 
Ez  and  £  are  constant  with  respect  to  time  and  space 
results  in 


>Q  =  £  Ez  \\dx  dy  =  £  Eza 


Q  *  ^  Eza 


where  "a"  is  the  instantaneous  exposure  area  at  time  t. 

Using  equation  5  for  the  net  charge  induced  on  an 
area  "a",  W.  W.  Mapleson  and  W.  S.  Whitlock  (ref.  12) 
have  analyzed  the  alternating  current  and  voltage  output 
signal  of  a  field  mill  for  two  different  time  varying 
wave  forms  of  the  instantaneous  area  "a".  They  let  the 
stator  have  a  capacity  C,  a  resistance  R  to  .ground,  and 
defined  the  following  parameters 


A  s  the  maximum  exposed  area 


w  x  angular  velocity  of  the  exposure-screening 
cycle 


t  =  time 


Then  they  modelled  the  following  two  cases* 

Case  I » 

If  one  lets  "*a"  vary  sinusoidally,  the  following 
equation  holds 

a  =,  A/2  (1  +  sin  wt) 


from  equation  5  the  charge  is  ^iven  by 


Q  =  JL§Z-^  (1  «f  sin  wt) 


but  the  current  is  defined  to  be 


Therefore 


_d  (fEzA  (1  +  sin  wt)) 
dt  \  —  / 


Differentiating 


i  s  £  Ez  Aw  cos  wt 
2 

with  the  oea'c  •  alue  of  currev.  *«‘in«r 


I  8  €EZA« 

2  (8) 

The  voltage  across  the  C  and  R  of  the  stator  is  r^iven  by 


v  8  1Z  s 


>EzAw  z  cos  wt 
2 
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and  the  peak  voltage  V  is  given  by 

V  -  £ A_EZ  (12) 

2C 

Case  II 

If  one  lets  "a"  have  a  triangular  wave  form,  and  con¬ 
sidering  only  a  half-cycle  at  the  end  of  which  the  stator 
is  fully  exposed,  the  instantaneous  area  is  given  by 

a  =  At/tp 

where  tp  equals  ^/w,  the  half  period  of  the  exposure¬ 
screening  cycle.  From  equation  5  the  induced  charge  on 
this  area  is 


12 


where  Q«  is  the  charge  on  the  stator  at  the  start  of  the 
half  cycle*  The  current  from  equation  6  would  be 

I  =  dfi  =  £  EzAw  (13) 

dt  7T“ 

If  v  is  the  instantaneous  voltage  across  C  and  R,  then 

dvsl/i-vN  ( 14) 

dt  C  \  R ) 

Integrating  equation  14  with  the  following  boundary  con¬ 
ditions: 

B»C.  1  t  s  o  t  v  s  Qq/C 
B.C.  2  t  =*/w,  v  s  V 

and  substituting  for  i  results  in 

s  jEAwR  (1-exp  (-l^wCR) 

n 

0^  exp  (-'W/wCR) 

C 

But  in  the  steady  state  the  voltage  at  the  end  of  the 
half  cycle  must  be  equal  and  opposite  to  the  voltage  at 
the  beginning,  or  Q0/C  =  -V.  Hence 

V  *  *EAwR  (1-  exn  (  -TT/wCR)  (15) 

IT  (1  ♦  exp  (  -  Jl/wCR) 

Expanding  exp  (  -7l/wCR)  as  a  series,  equation  15  reduces 
to 

'/  r  r£A  (1  -  ,,  g,  higher  powers) 

2C  12w^C*R* 


Again,  if  w2C~R2JH,  the  equation  simplifies  to  equation  12 


V  s  *  EA 
2C 

therefore  both  cases  predict  that  the  output  peak 
voltage  V  of  the  field  mill  will  be  directly  proportional 
to  the  electric-field  strength  and  independent  of  w,  the 
angular  rotation  of  the  screening-cycle,  if  the  condition 

that  w^C2R^#1  is  satisfied* 

Equation  12  seems  like  a  very  simple  theoretical 

equation.  But  it  is  very  difficult  to  employ  because  the 
maximum  exposure  area  A,  of  the  field  mill  is  difficult 
to  predict  due  to  electric  field  fringing  effects.  Figure 
4A  shows  the  ideal  equally  spaced  electric  field  lines 
terminating  perpendicularly  on  tne  stator  surface.  Figure 
4B  shows  how  the  fringing  of  the  electric  field,  as  is  the 
true  situation,  increases  the  number  of  lines  terminating 
on  the  stator.  This  increase  in  field  lines  has  the  effect 
of  making  the  equivalent  maximum  exposure  area  in  the  ideal 
situation  much  larger  than  the  physical  maximum  exposure 
area  of  the  field  mill.  For  this  reason  equation  12  can 
be  used  only  to  isolate  the  design  parameters  of  importance 
and  experimental  means  must  be  used  to  obtain  the  exact 
relationship  between  the  electric  field  strength  and  the 
field  mill  output  voltage. 


CHARGED  BODY 


FIGURE  4- ELECTRIC  FIELO  FRINGING  EFFECTS  ON  STATOR  EXPOSURE  AREA 
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VIII  REVIEW  OF  PREVIOUS  INSTRUMENTS 
A  Cylindrical  Field  Mill 

According  to  Mapleson  and  Whitlock  (ref.  12),  the 
first  field  mill  was  described  by  the  German  Matthias  in 
1926.  It  consisted  of  two  semi-cylinders,  electrically 
insulated  from  each  other  but  mechanically  joined,  which 
were  rotated  in  the  presence  of  an  electric  field.  The 
charges  induced  on  the  semi-cylinders  resulted  in  a  sine- 
wave  current.  This  current  was  amplify  >d  and  used  to 
measure  the  electric  field. 

Kirkpatrick  and  Miyake  (ref.  9)  and  Gunn  (ref.  5) 
further  developed  the  cylindrical  mill,  independently, 
in  1932.  Kirkpatrick  and  Miyake  transformed  the  electric 
field  measuring  device  into  a  voltmeter  as  shown  in  figure 
5A,  by  placing  the  rotating  cylindrical  conductors  a  fixed 
distance  away  from  two  spherical  electrodes  which  were 
connected  to  the  potential  to  be  measured.  Hence,  the 
electric  field  between  the  electrodes  depended  only  on  the 
potential  across  them  and  the  device  could  be  calibrated 
accordingly. 

Gunn  also  transformed  the  field  mill  into  a  voltmeter. 


or  electrometer,  by  essentially  the  same  method  as 
Kirkpatrick  except  that  his  electrodes  were  two  semi¬ 
cylinders,  as  shown  in  figure  5B. 


g^$crr7.qr 


Both  Gunn  and  Kirkpatrick  added  a  commutator  to  their 
instruments  which  determined  the  sign  of  the  applied  po¬ 
tential  (or  charge).  Figure  6  shows  Gunn's  voltmeter,  or 
electrometer,  schematically  in  order  that  this  method  of 
polarity  determination  can  be  examined.  Tf  one  studies 
Gunn's  electrometer,  it  is  observed  that  the  steady  roter.- 
tial  on  the  semi-cylinder  electrode,  k,  (which  is  highly 
insulated  by  amber)  is  converted  to  an  alternating 
potential  by  the  rotating  conductors  6  and  7  (field  mill). 
Then  the  resulting  alternating  current  is  amplified  by  an 
array  of  vacuum  tubes  8  and  9.  Instead  of  measuring  the 
resulting  a.c.  potential  directly,  it  is  passed  through  a 
commutator,  3*  which  is  operating  in  strict  synchoronism 
with  the  rotating  conductors.  This  rectifies  the  output 
a.c.  and  it  is  passed  to  a  direct  current  indicator,  18. 
Now  a  reversal  in  sign  of  the  applied  potential  will  re¬ 
verse  the  phase  of  the  a.c.  and  the  direct  current  indica¬ 
tor  will  reverse  sign. 

In  1935  Henderson,  Goss  and  Rose  (ref.  7)  used  a 
voltmeter  exactly  like  Kirkpatrick's  for  volxage  measure¬ 
ments  up  to  830  kilovolts.  And  in  193?  Thomas  (ref.  15) 
used  the  Kirkpatrick  instrument  immersed  in  oil  which 
increased  the  dielectric  constant  of  the  system  to  such 
an  extent  that  no  amplification  of  the  alternating  current 
was  necessary  for  high  volr.age  applications. 


v^.  -*"  .'■jr* 
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B  -  Fixed  Conductor  Field  Mill 

While  Matthias,  Kirkpatrick,  et.  al.  were  developing 
the  ro'tating  conductor  field  mill,  Macky  in  1933  (ref.  11) 
built  an  instrument  utilizing  a  fixed  conductor  which  was 
alternately  covered  and  uncovered  by  a  rotating  vane  thus 
generating  an  alternating  current.  This  instrument  worked 
satisfactorily  in  electric  field  strengths  of  1000  volts 
per  meter. 

In  1935  Macky  (ref.  11)  built  another  similar  field 
mill,  figure;’ 7,  for  measuring  electric  fields  on  the  order 
of  0  to  400  volts  per  meter.  In  this  instrument  the 
fixed  conductor,  or  stator,  was  made  of  alternate  quadrants 

•  i 

of  a  circle  which  were  grounded  through  a  high  impedance. 
Directly  above  the  stator  was  a  rotating  grounded  vane 

» 

identical  in  shape  to  the  stator  thereby  alternately 
screening  and  exposing  the  stator  from  the  electric  field. 
The  resulting  alternating  voltage  signal  was  approximately 
of  .triangular  wave-form.  The  signal  was  then  amplified  and 
automatically  recorded.  The  polarity  of  the  electric  field 
was  inherently  determined  by  the  signal  amplifier, 
i  'Hamwell  and  Van  Voorhis,  (ref. 6)  were  also  developing 
a  field  mill  at  approximately  the  same  time,  1935  as  Macky. 
Their  instrument  was  built  to  operate  as  a  null  type  meter 

i  1 

using  a  three  vane  configuration  as  shown  in  figure  8.  The 

i 

stator,  vane  A,  was  a  full  disk,  and  above  this  disk  were 


Vane  A  Vane  B  Vane  C 


vanes  B  and  C,  again  made  of  alternate  quadrants  of  a  circle 
Vane  B  was  used  as  a  grounded  rotor  and  vane  C  was  held 
fixed.  Mow,  if  vane  C  was  grounded,  the  rotor  v  >uld 
alternately  shield  and  expose  that  area  of  the  disk  not 
screened  by  vane  C  to  the  electric  field  to  be  measured  and 
operate  exactly  like  Macky's.  However,  Hamv/ell  and  Van 
Voorhis  connected  vane  C  to  a  power  supply  and  adjusted  the 
potential  to  create  a  field  under  this  vane  equal  to  the 
unknown  electric  field  and  of  the  same  polarity  as  the  un¬ 
known  electric  field.  Under  these  conditions  the  alter¬ 
nating;  signal  was  reduced  to  zero.  Hence,  the  electric 
field  strength  was  measured  by  the  amount  of  potential 
needed  to  null  the  instrument  and  the  polarity  of  the 
null  voltage  was  the  polarity  of  the  electric  field. 
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The  two  designs  of  the  field  mill*  as  presented  by 
Matthias  and  Macky,  proved  very  popular  and  many  variations 
of  these  instruments  have  been  developed  between  1933  and 
1971*  However,  the  fixed  conductor  design  has  proved  the 
most  popular  since  it  eliminates  the  commutator  noise 
source*  The  basic  variations  in  the  field  mill  have  been 
the  type  of  conductor  used,  fixed  or  rotating  (as  described 
previously),  the  alternating  signal  wave  form,  the  method 
of  determining  polarity  of  the  applied  field,  the  design  of 
the  signal  amplifiers,  and  the  ability  of  the  instruments  to 
respond  to  nonsteady  fields*  A  discussion  of  these  varia¬ 


tions  follows  v/ith  a  partial  list  of  the  early  instruments 


us  in?;  them. 

The  alternating  signal  has  been  of  two  wave  forms, 
triangular  -  Macky  (1937),  Trump  19^0),  Smith  (l9iA)» 
et*  al.,  and  sinusoidal  -  Matthias  (1926),  Kirkpatrick 
1933)*  Gunn  (1932),  Van  Atta  (193^),  et*  al.  The  shape 
of  the  stator  and  rotor,  as  shown  in  figure  9»  determine 
which  of  these  wave-forms  will  result. 


rotating  conductor  stator  and  rotor 

(no  rotor) 


Figure  9 


•'^S**'* 


The  methods  of  determining  polarity  of  the  measured 
electric  field  have  been  numerous.  Some  of  the  early 
instruments  rectified  the  current  by  a  commutator  - 
Kirkpatrick,  C-unn,  Waddel  (1948) »  et.  al.  An  auxiliary 
synchronous  generator  has  been  added  and  either  used  in 
conjunction  with  phase  -  sensitive  detectors  or  added 
directly  to  the  signal  to  displace  the  zero  of  the  instru¬ 
ment  -  P!apleson  and  Whitlock  (1954),  et.  al.  While  a  very 
simple  method  of  polarity  recognition  was  introducing  an 
asymmetry  in  the  wave  form  and  displaying  it  on  an 
oscilloscope  -  Lueders  (1943),  et.  al.  (see  appendix  1  for 
detailed  description). 

The  method  of  amplifying  the  alternating-  current 
while  maintaining  a  high  input  impedance  has  progressed 
with  the  development  of  electronics  from  vacuum  tube  ampli¬ 
fiers  to  solid  state  integrated  circuits. 

The  majority  of  the  field  mills  were  designed  to  mea¬ 
sure  steady  electric  fields.  Consequently,  they  had  a  very 
slow  response  time.  But  Luders,  1943,  (ref.  12)  designed  a 
field  mill  employin':  a  circular  stator  with  a  fixed  per¬ 
forated  grounded  plate  over  it  and  then  rotated  a  similar 
perforated  grounded  plate  between  the  two.  He  thus  obtained 
very  rapid  response  by  greatly  increasing  the  alternating 
screening-cycle  frequency,  o.  modulator  frequency. 
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Malan  and  Schanland,  195°*  (ref.  12)  were  also  in¬ 
terested  in  rapid  response,  and  used  a  method  similar  to  the 
above.  They  used  a  stator  made  of  eighteen  studs  arranged 
in  a  circle  and  rotated  over  them  a  plate  with  eighteen 
correspondin'-;  holes. 

But  Smith,  3954,  (ref.  14)  used  a  modified  sector  type 
field  mill  to  obtain  rapid  response.  The  stator  was  made 
of  two  sets  of  circle  sectors,  A  and  B,  as  shown  in 
figure  10. 


Stator  Rotor 

Figure  10 


The  rotor  was  made  identical  to  one  of  the  stator  sets 
which  when  rotated  produced  an  alternating  current  from 
each  stator  set.  These  two  signals,  which  are  exactly  out 
of  phase ,  wo re  synchronized  and  added.  With  this  vane  con¬ 
figuration  of  rotor  and  stator,  the  area  exposed  to  the 
electric  field  was  always  constant. 


Therefore,  the  limit 


or.  response  time  was  imposed  hy  the  electronics  of  the  in¬ 
strument  and  not  by  the  frequency  of  the  screening  cycle. 
Smith  was  successful  in  recording  a  varying  electric  field 
up  to  a  frequency  of  22  kcps  with  a  screening-cycle  fre¬ 
quency  of  or.lv  !?0  cns. 

A  much  nor0  complete  list  of  early  instruments  with 
their  Darticular  characteristics  is  giver,  in  the  next 
chapter  in  table  I  along  with  references  for  those  who 
desire  more  details. 

The  most  recent  field  mills  have  been  designed  by 
Nar.evicz,  Vance,  and  Wadsworth  at  the  Stanford  Research 
Institute  (S.R.I.)  in  1966,  figure  11,  (ref.  13)  and  by 
Cdam  and  Forrest  at  the  Royal  Aircraft  establishment  in 
1969,  figure  12,  (ref.  *0. 

The  S.R.I.  instrument  uses  a  unique  dual  stator  and 
rotor  system  as  shown  in  figure  13 .  One  stator  and  rotor 
set  is  used  in  a  conventional  fashion  to  measure  the  un¬ 
known  electric  field  while  the  other  set  is  used  to  pro¬ 
vide  a  reference  signal.  That  is  the  reference  stator 
and  rotor  set  is  charged  to  an  average  d.c.  ootential* 

As  the  rotor  var.es  pass  bv  the  stator  vanes,  they  vary 
the  stator- to-ground  capacitance  thus  modulating  the  stator 
voltage  about  its  mean  d.c.  value.  Thus  a  reference  a.c. 
signal  is  generated  and  the  maximum  amplitude  of  the  re¬ 
ference  signal  is  synchronized  with  the  maximum  amplitude 
of  the  field  signal. 


2? 


4  a^jSS^jSa£aia ^  Hlrii  ii'Mirr  ■■  ■ 


FIGURE  12- ROYAL  AIRCRAFT  ESTABLISHMENT  FIELD  MILL,  1969 


FIGURE- 13 -BLOCK  DIAGRAM  OF  S.RJ.  INSTRUMENT 
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Now,  the  polarity  of  the  unknown  electric  field  is 
determined  by  comparing  the  phase  of  the  reference  signal 
with  the  field  signal  by  the  use  of  synchronous  detectors. 

If  the  phase  of  the  field  signal  is  18CP  out  of  phase 
with  the  reference  signal,  the  negative  half-cycles  of 
the  field  signal  are  passed,  and  if  the  field  and  reference 
signals  are  in  phase,  the  positive  half-cycles  are  passed. 

This  output  is  then  rectified  and  displayed  on  a  center- 
zero  meter. 

The  S.R.I.  instrument  used  a  two  channel  d.c.  output 
which  corresponded  to  electric  field  ranges  of  "t  5°  Kilovolts/ 
meter  and  “t  5°0  Kilovolts/meter. 

The  Royal  Aircraft  Establishment  instrument  is  of 
conventional  design.  It  uses  a  permanent  magnet  a.c. 
generator  to  produce  a  reference  signal  used  in  the  polarity 
determination  circuits,  figure  14.  The  measurable  electric 
field  range  of  this  instrument  was  -  400  volts/meter 
to  —  1000  kilovolts/meter  with  an  accuracy  of  better  than 
10?  for  fields  greater  than  2  kilovolts/meter. 


Reference  signal - [nliTnri^Trr  * 

generator  Vtiij  JJ||  \rJJ . 

Axially  polarised^ 
r^agnet 

FIGURE  14-BLOCK  DIAGRAM  OF  ROYAL  AIRCRAFT  INSTRUMENT 
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IX  -  SUMMARY  OF  BACKGROUND  MATERIAL 

1..;  basic  operating  principle  of  a  field  mill  is  the 
alternate  screening;  and  exposing;  of  a  conductor  to  an 
electric  field  thereby  inducing  an  alternating  current, 
whose  maximum  amplitude  is  given  by  D  r-yOs,  When  the 
above  current  is  applied  to  a  high  impedance,  it  produces 
a  voltage  whose  amplitude  is  proportional  to  the  electric 
field  strength. 

The  governing  equation  that  indicates  the  design 
parameters  of  importance  is 


I 

I 

I 


if  w2C2R2m 

where  j 

V  -  Output  peak-tcrpeak  voltage  of  the  field  mill 
£  z  permitivity 
A  -  maximum  exposed  area 
E  z  electric  field  strength 
C  z  capacity  of  stator,  amplifier  and  all 
stray  inputs 

Equation  (12)  is  a  very  simple  expression,  but  it  is  im¬ 
practical  to  employ  due  to  electric  field  fringing  effects, 
Many  different  field  mill  designs  have  been  developed. 
Table  I  attempts  to  list,  in  chronological  order,  these 
instruments  and  their  design  characteristics.  This  table 
presents  by  no  means  a  complete  list  of  instruments. 
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X  -  DESIGN  SPECIFICATIONS 


After  many  tests  on  three  field  mill  prototypes,  see 
appendix  I,  the  final  design  of  the  field  mill  was  con¬ 
strained  by  the  following  specifications. 

The  fixed  conductor,  or  stator,  field  mill  design 
concept  would  be  employed. 

A  Keithley  Electrometer  model  610C  would  be  used  as 
a  high  input  impedance  amplifier  in  order  that  the  condi¬ 
tion  w^C^R^»l  would  be  satisfied  in  equation  12. 

The  field  mill  would  be  able  to  determine  the 
magnitude  and  polarity  of  an  unknown  electric  field. 

The  field  mill  will  be  used  in  a  wind  tunnel  whose 
airstream  is  ladden  with  dust.  Therefore,  the  instrument 
must  be  completely  sealed  to  protect  the  motor  used  to 
power  the  rotor  vane,  and  it  must  be  aerodynamically  shaped. 

The  field  mill  should  be  designed  to  make  approximately 
point  measurements  of  an  electric  field  so  that  an  electric 
field  gradient  can  be  determined. 

The  rotor  shaft  should  be  electrically  grounded  so 
that  a  minimal  amount  of  noise  is  created. 

Any  insulating  material  was  to  be  shielded  in  order 
that  static  charge  would  not  be  deposited  on  it.  Bound 
static  charge  on  insulators  would  create  a  very  serious 
error  voltage  as  explained  in  appendix  1. 
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XI  -  FIELD  MILL  DESISN  AND  INSTRUMENTATION 
A  -  Initial  Design  and  Instrumentation 

The  design  was  governed  by  the  specification  that  the 
field  mill  should  make  approximately  point  measurements  of 
an  electric  field.  Therefore,  the  stator  and  rotor  vanes 
must  be  made  as  small  as  possible.  From  the  prototype  tests 
in  appendix  one,  the  investigator  felt  that  the  smallest 
practical  rotor  and  stator  diameter,  to  produce  a  relatively 
noise  free  signal  that  would  be  of  sufficient  magnitude  to 
calibrate  accurately,  was  one-half  (1)  inch. 

After  determining  the  size  of  the  rotor  and  stator, 
the  field  mill  was  designed  as  shown  in  figures  16  and  17* 
The  above  design  can  be  divided  into  three  parts,  the 
holder  section,  the  barrel  section,  and  V  e  vane  head 
section. 

The  barrel  section  was  designed  to  taper  from  1  7/8 
inch  to  3/4  inch  in  order  to  mount  the  small  d.c.  motor  used 
to  power  the  rotor  vane.  The  center  of  the  barrel  section 
was  bored  out  to  in  diameter  and  two  Torrington  3-24 
precision  needle  bearings  were  pressed  in  place.  These 
bearings  were  used  to  mount  the  rotor  shaft,  which  was  made 
from  1/8"  diameter  drill  rod.  The  motor  shaft  and  rotor 
shaft  were  coupled  by  a  piece  of  tygon  tubing  epoxied  in 


place.  The  center  bore  of  the  barrel  section  from  the 


HOLDER  SECTION 


FIGURE  16-  FIELD  MIL  I  DESIGN 


r 


FIGURE  17— FIELD  MILL  GENERAL  DESIGN 
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number  2  bearing  to  the  barrel  cap  was  packed  with  felt  to 
protect  the  bearings  from  dust  contamination.  The  barrel 
cap  was  then  screwed  in  place  to  3eal  the  shaft  and 
bearing  and  to  act  as  a  mounting  plate  for  the  vane  head 


section. 

A  slot  was  milled  on  the  outer  surface  of  the  barrel 
so  that  f*.  shielded  cable,  and  other  wires,  could  reach  the 
vane  head  section  without  disturbing  the  flow.  Thesy  wires 
were  cemented  in  the  slot,  and  the  slot  was  paintef-  with 
conducting  silver  paint  to  eliminate  the  insulation  problem 
Finally  the  rotor  shaft  was  grounded  by  two  opposed  spring 
loaded  carbon  brushes. 

The  holder  section  was  designed  to  seal  the  d.c.  motor 
and  to  provide  a  3/8"  diameter  shaft  to  enable  the  field 
mill  to  be  mounted  in  the  existing  x-y  positioner  used  in 
the  wind  tunnel.  All  holes  drilled  to  allow  wires  to  come 
out  of  the  holder  section  were  sealed  to  again  guard 
against  dust  contamination. 

Two  different  vane  head  sections  were  designed  for  the 
field  mill.  The  first  vane  section  as  shown  in  figures  18 
and  19  was  made  very  similar  to  the  one  used  on  prototype 
No.  3  (see  appendix  1).  It  consisted  of  a  stator  and  rotor 
made  of  alternate  quadrants  of  a  |  inch  diameter  circle 
punched  from  10  thousandths  brass  shim  stock.  The  stator 


SHIELDED  CABLE  TO 
ELECTROMETER 


KEITHLEY 


FfGURE  >8 -TWO  VANE  HEAD  SECTION 
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was  mounted  on  the  barrel  cap  but  electrically  insulated 
from  it,  and  the  core  wire  of  the  shielded  cable  was 
soldered  to  the  stator.  The  rotor  was  spaced  approximately 
i»"  directly  above  the  stator  and  soldered  to  the  rotor  shaft. 
The  above  vane  configuration  was  tested  (see  chapter  XII, 
Calibration  of  Field  Kill)  to  determine  if  the  present 
field  mill  had  the  same  performance  characteristics  as 
prototype  No.  3. 

The  second  vane  head  section  was  identical  in  concept 
to  the  one  used  by  Hamwell  and  Van  Voorhis  (ref.  6)  as 
presented  in  chapter  VIII,  page  18.  This  vane  head  section 
consisted  of  three  vanes  as  shown  in  figures  20  and  21. 

The  stator  vane  was  now  a  full  I"  diameter  brass  disk. 

It  was  mounted  on  the  barrel  cap  but  electrically  insulated 
from  it.  Directly  above  the  stator  was  a  rotor  made  of 
alternate  quadrants  of  a  diameter  brass  disk.  Directly 
above  the  rotor  and  identical  in  shape  to  the  rotor  was  a 
"shadow  vane".  The  shadow  vane  was  connected  to  a  double 
throw  switch  which  either  grounded  the  vane  or  connected 
it  to  a  fixed  potential. 

When  the  shadow  vane  was  grounded,  it  screened  an 
equal  area  of  the  stator  from  the  electric  field  lines. 

Hence,  the  three  vane  configuration  operates  in  an 
identical  manner  to  the  two  vane  configuration  if  the 
shadow  vane  is  grounded. 


1 


FIGURE  20- T 


111 


'%&&-4)fhfkiLSfeSA  ■ 


46 


If  a  potential  is  applied  to  the<  shadow  vane,  an 

i 

electric  field  is  created  between  it  and  the  statpr,  which 
changes  the  potential  on  the  screened  porticn  of  the  stator* 
The  potential  on  the  screened  area  of  the  stator,  which  is 
zero  in  the  grounded  state,  can  be  thought  of  as  the  re-  • 
-ference  potential,  V  ref.  If  the  unknown  electric  field 
to  be  measured  has  the  same  polarity  as  the  applied  electric 

i  j 

field,  the  V  ref  will  have  been  raised  and  a  decrease  in 
the  signal  voltage  will  result  when  compared  to  the  voltage 
obtained  with  V  ref  =  zero  (grounded).  The  reverse  will 

I 

happen  when  an  unknown  field  ox  opposite  polarity  is  present 
The  V  ref.  will  be  lowered,  and  the  signal  voltage  will  be 
greater  than  if  the  shadow  vane  was  grounded. 

.  j 

Hence,  this  vane  head  section  was. designed  to  operate 
with  the  shadow  vane  grounded  to  obtain  the  magnitude  of 
the  unknown  electric  field.  The  polarity  of  the  electric 
field  would  then  be  determined  by  applying  a  fixed  potential 
to  the  shadow  plate  and  observing  whether  the  output  voltage 
increased  or  decreased. 

i 

In  both  of  the  above  vane  head  sections  a  shielded 
cable  connected  the  stator  to  the  innut  of  the  Keithley 

,  •  t 

Electrometer.  The  recorder  outnut  terminal  of  the  Keithley 

was  then  connected  to  a  Tektrcr.ic  502  A  oscilloscope 

and  a  Dana  38OO  digital  multimeter.  The  oscilloscope  was 


.rms  voltage.  A  schematic  of  the  three  vane  head  section 
and  instrumentation  is  presented  in  figure  22.  Figure  23 
shows  the  .field  mill  with  the  three  vane  head  section, 


polarity  switch,  motor  battery,  and  polarity  battery. 

And  figure  24  shows  the  field  mill  in  the  test  capacitor 
along  with  the  associated  instrumentation. 


FIGURE  22-SCHEMATIC  OF  INSTRUMENTATION  FOR  THE 
THREE  VAr"  HEAP  SECTION _ 


FIGURE  24- 


s  "  Design  and  Instrumentation  Modifications 


Several  preliminary  tests  in  the  wind  tunnel,  which 
are  treated  extensively  in  chapter  XII,  dictated  two 
modifications  to  the  initial  design  of  the  field  mill. 

First,  the  three  vane-head  section  of  the  field  mill 
was  protected  from  direct  impact  of  dust  particles  by  a 
grounded  cone  placed  3/8  inch  directly  above  the  shadow 
vane,  as  shown  in  figures  16  ^nd  25. 

Second,  the  Dana  multimeter  was  replaced  by  a 
Brush  lightbeam  oscillograph  model  16-2308-00  and  a  high 
pass  filter.  Figure  26  shows  a  schematic  of  the  filter 
where  C  is  a  coupling  capacitor  and  Rinis  the  input  impe¬ 
dance  of  the  oscillograph. 
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Figure  26 
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FIGURE  25- FIELD  MILL  WITH  DEFLECTING  CONE 
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Since  the  input  impedance  of  the  oscillograph  varied 
with  gain  setting,  the  filter  was  designed  for  a  gain  of 
four  or  ten  with  a  corresponding  input  impedance  of  2000 
ohms.  It  was  desired  to  cut  off  all  frequencies  from  zero 
to  approximately  30  cps.  The  value  of  the  coupling 
capacitor  was  then  determined  by 

c  z  1 


Therefore,  a  coupling  capacitor  of  0.022  was  necessary. 
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XII  -  CALIBRATION  OF  THE  FIELD  MILL 
A  -  Calibration  Apparatus 

In  order  to  evaluate  the  performance  of  the  field  mill 
and  determine  the  experimental  relationship  between  the 
unknown  electric  field  to  be  measured  and  the  field  mill 
output  voltage  (that  is  calibration  of  the  instrument), 
test  apparatus  was  needed  to  create  a  large  uniform  electric 
field. 

The  resulting  apparatus,  as  shown  in  figure  27,  con¬ 
sists  of  two  3'x3*  aluminum  plates  spaced  1*  apart  by 
wooden  supports.  A  potential  was  applied  to  these  plates 
using  a  high  voltage  regulated  d.c.  power  supply.  Thereby 
creating  an  electric  field  which  would  be  very  uniform 
away  from  the  edges  of  the  plates. 

The  Power  Designs  Pacific,  Inc.,  Model  HV-l-1  "  re¬ 
gulated  power  supply  was  adjustable  from  10  to  -'^00  volts, 
in  steps  of  1  volt.  The  power  supply  dial  voltage  settings 
were  checked  using  a  digital  volt  meter  up  to  a  maximum 
potential  of  1000  voles  and  proved  to  be  extremely  ac¬ 
curate.  Hence  the  electric  field  strength  between  the 
plates  was  hereafter  calculated  by  reading  the  applied 
potential  to  the  parallel  plates  directly  from  these  dial 
settings  and  dividing  this  potential  by  the  plate  spacing 
distance.  Hence  the  maximum  field  strength  that  could  be 
created  with  this  apparatus  was  approximately  16,000  volts 
per  meter. 
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Calibration  of  a  field  mill  was  now  a  very  simple 
matter  of  creating  a  field  of  known  strength  between  the 
rnrallel  plates  (capacitor)  and  reading  the  field  mill 
outrrt  peak-to-peak  voltage  on  an  oscilloscope  or  the 
ms  vo  1  tame  on  a  digital  '/oltmeter. 

The  accuracy  of  the  calibration  method  was  influenced 
by  only  two  major  sources  of  error,  electric  field  dis¬ 
tortion  due  to  the  presence  of  the  field  mill  and  a  non¬ 
steady,  zero  field  output  signal. 

Distortion  of  the  electric  field  was  due  to  the 
.frin.finr.  effects  caused  by  the  grounded  rotor  plate  and 
the  stator  plate.  In  order  to  minimize  this  the  field 
mill  vanes  were  placed  as  close  as  possible  to  the  grounded 
capacitor  plate.  This  method  was  finally  taken  to  the 
limit  by  borinm  a  hole  in  the  grounded  capacitor  plate  just 
larne  enough  for  the  vane  head  section  of  the  field  mill  to 
pass  through. 

The  varyin-  r  .ro  field  signal  problem  was  caused  by 
the  des \ 'nr.  of  earlier  field  mill  prototypes.  These  design 
problems  arc  discussed  extensively  in  appendix  1  and 
reference  Ik.  Appropriate  design  changes  have  been  made 
so  that  the  above  error  has  been  eliminated. 


Calibration  of  the  T wo  uane  and  Three  Vane  Hoad  .Sections 


The  initial  field  mill  design  usirr  the  two  different 
.•anc  head  configurations  were  now  calibrated  in  the  test 
capacitor.  Since  previous  work  with  field  mill  nro  to  types , 
appendix  1.  employed  a  two  vane  configuration,  the  initial 
design  of  the  field  mill  v/as  first  checked  by  calibrating; 
its  two  vane  head  section.  Then,  if  an  extremely  linear 
calibration  curve  resulted,  as  was  the  case  with  the  proto¬ 
types,  the  -rounding;  brushes,  electrical  connections,  etc. 
of  the  field  mill  would  be  demonstrated  to  be  performing  well . 

The  first  time  the  two  vane  field  mill  was  placed  in  the 
test  capacitor  with  an  applied  electric  field  of  ^000  volts 
ner  meter  only  noise  was  present  in  the  output  signal.  An 
examination  of  the  grounding  brushes  showed  that  lubricant 
from  the  needle  bearings  had  contaminated  them.  The  brush 
contact  area  of  the  rotor  shaft  was  cleaned  thoroughly 
witr.  acetone-  and  the  'i-OOO  volt  per  meter  field  reapplied. 

.T.e  cutout  signal  war,  nov/  of  sine  wave  firm  with  no  noise 
'intention.  The  frequency  of  the  output  signal  was  approxi¬ 
mate!-'  90  cps.  The  frequency  of  the  field  mill  output 
signal  should  bo  twice  the  angular  velocity  of  th  rotor 
van-'.  T'-o  angular  velocity  of  the  rotor  van.o  was  anproxi- 
rat-'lv  ."''CO  '•  pm.  which  would  correspond  to  a  signal  fre- 
Qimr.r,’  of  b . 0  r'r'r, .  Kcn.ce,  the  above  signal  was  monorated 


*N  •  *  ♦  1'A  P  1 


:e  alternate  exposure  and  screening  of  the  stator  by  the 


no  to  r  • 
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Having  established  the  above  fact,  the  two  vane  head 
section  v/as  calibrated  from  0  to  9,000  volts  per  meter  as 
shown  in  figure  28.  As  can  be  observed  from  the  calibra¬ 
tion  curve,  the  experimental  relationship  between  the  field 
mill  output  voltage  and  the  applied  electric  field  was  ex¬ 
tremely  linear.  This  extreme  linearity  demonstrated  that 
the  field  mill  system  v/as  performing  perfectly.  Therefore, 
the  next  phase  of  development  was  started  by  replacing  the 
two  vane  configuration  with  the  three  vane  configuration. 

As  stated  before,  the  three  vane  configuration  would 
provide  means  to  determine  the  polarity  of  an  unknown 
electric  field.  The  field  mill  with  a  three  vane  con¬ 
figuration  was  placed  in  the  test  capacitor  and  the  polar¬ 
ity  switch,  as  shown  in  figure  22,  was  set  on  ground.  The 
instrument  was  then  calibrated  from  0  to  10,500  V/m  as 
shown  in  figure  29*  Since  the  ideal  principle  of  operation 
of  the  above  configuration,  with  the  polarity  switch  set  on 
ground,  is  identical  to  the  two  vane  configuration,  the  two 
calibration  curves  should  ideally  be  identical,  both 
curves  are  linear  but  the  elopes  of  the  curves  are  nut 
identical  and  the  ratio  of  the  slope  of  the  two  vane  to 
the  three  vane  configuration  was  1.43.  The  decrease  in 
output  signal  amplitude  of  the  three  vane  section  v/as 
caused  by  the  screening  of  the  non- ideal  fringing  electric 
ielc  lines,  by  the  support  legs  of  the  shadow  vane,  from 


FIGURE  28- FIELD  MILL  CALIBRATION  CURVE 
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the  stator.  Hence  the  two  vane  configuration  had  more 
electric  field  lines,  or  electric  flux  density  lines, 
terminating  on  the  stator  than  the  three  vane  configuration. 
As  shown  previously,,  the  amplitude  of  the  output  signal  of 
2  fie  lei  mill  is  directly  proportional  to  these  flux  lines. 
Therefore,  the  sipial  amplitude*  of  the  three  vane  con- 

' 

figuration  should  be  less  than  that  from  the  two  vane. 

Having  demonstrated  that  the  three  vane  configuration 
was  performing  in  an  equivalent,  if  not  identical,  manner 
to  the  two  vane  configuration,  the  polarity  determination 
me,thod  was  ready  to  be  evaluated.  Both  test  capacitor 
plates  were  grounded  to  create  a  zero  electric  field  and 
the  field  mill  polarity  switch  was  set  on  V.  This  switch 
,  position  applies  a  voltage  of  -136  V.d.c.  to  the  shadow 
vane  which  creates  an  electric  field  between  the  shadow 
yane  and  the. stator  vane.  The  output  signal  of  the  field 
.  mill  caused  by  this  electric  field  was  approximately  40 
millivolts  a.c.,  but  the  signal  wave  form  was  not  a  perfect 
sine  wave  as  before.  This  distortion  of  the  sine  wave  was 
to*  be  expected  sinpe  the  field  created  by  the  shads  w  vane 
War  extremely,  nor.- uniform  y/hen  compared  to  the  field 
created  by  the  test  capacitor.  However,  the  above  wave 
•  form  was'  fudged  acceptable. 

The  polarity  switch  was  again  set  on  ground  and  an 

: 

electric  field  strength  of  1400  volts  per  meter  was 
created  in  the  test  capacitor.  The  field  mill  output  signal 


for  thin  fieln  was  0*026  V*a#c.  The  polarity  switch  was  now 
set  at  •/  and  the  output  voltage  v/as  0.061  V.a.c.  Hence, 
the  difference  in  output  voltage  was  0.035  V.a.c.  Since 
the  polarity  of  the  two  electric  fields  present  were 
different,  the  output  voltare.  as  explained  in  Chapter  XI, 
should  increase  as  observed.  Thus,  the  three  vane  method  of 
polarity  determination  was  demonstrated  to  perform  as 
hypothesized* 
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C  -  Calibration  of  the  Three  Vane  Hoad  Section  With 
Deflecting  Cone  Using  the  Brush  Lightbean 
Oscillograph  and  High  Pass  Filter* 

When  the  high  pass  filter  was  added  to  the  Brush  re¬ 
corder,  it  caused  some  attenuation  ^f  the  '10  c»p»s,  field 
mill  signal,  In  order  to  relate  the  amplitude  of  the  re¬ 
corded  traces  on  the  oscillograph  to  voltage,  it  would  be 
necessary  to  adjust  the  gain  adjust  screw  on  the  front  of 
the  oscillograph  to  compensate  for  the  attenuation.  How¬ 
ever,  this  adjustment  would  have  to  be  made  for  each 
different  gain  setting  used.  If  one  wished  to  change 
rapidly  from  one  gain  setting  to  another,  a  different 
amplifier  would  have  to  be  used  for  each  gain  setting. 
Since  the  oscillograph  was  being  used  on  many  different 
projects,  the  gain  adjustments  would  have  to  be  checked 
each  time  the  apparatus  was  used.  The  above  adjustment 
would  be  very  time  consuming.  And  a  readjustment  of  the 
gain  would  introduce  a  new  source  of  error  into  the 
electric  field  measurements. 

But  the  linear  charateristic  of  the  calibration 
curve  shown  ir.  figure  2°  demonstrated  that  the  field 
rill  war  performing  according  to  specifications.  There¬ 
fore,  tc  cicumvent  the  disadvantage  of  changing  the  gain 
of  the  oscillograph.  It  was  calibrated  directly  in  volts 
per  meter  for  each  individual  desired  gain  setting.  The 
above  was  aocorplished  by  placing  the  field  mill  in  the 
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test  capacitor  and  recording  the  field  mill  signal  on 
oscillograph  traces  at  selected  values  of  electric  field# 

For  the  present  investigation  the  oscillograph  was 
calibrated  at  a  gain  setting  of  10,  only#  The  calibration 
data  is  presented  in  Chapter  XVI  and  figure  3°  shows  the 
resulting  calibration  curve. 

The  polarity  switch  was  also  checked  during  the  above 
calibration  as  shown  in  figure  31*  The  field  mill  output 
amplitude  (peak- to -peak)  for  a  *♦“  14,300  Volt  per  meter 
electric  field  was  2*48  inches  with  the  polarity  switch 
set  on  ground#  With  the  polarity  switch  set  on  V  the 
amplitude  (peak- to -peak)  was  3»2  inches  and  the  difference 
between  the  two  signals  was  0.88  inches.  The  reference 
trace  (67  V.d.c.  a  nlied  to  shadow  vane)  with  zero  field, 
and  the  polarity  switch  on  V,  showed  an  amplitude  of  0#9 
inches#  Therefore,  the  polarity  of  an  unknown  electric 
field  is  positive  when  an  increase  in  amplitude  is  obtained 
with  the  polarity  switch  set  on  V.  And,  the  polarity  of  an 
unknown  electric  field  is  negative  when  a  decrease  or 
no  change  is  obtained  with  the  polarity  switch  set  on  V. 

One  would  obtain  no  change  in  signal  amplitude  if  the  un¬ 
known  electric  field  was  negative  and  its  amplitude  was 
one-half  the  polarity  amplitude. 


FIGURE  30 -FIELD  MILL  CALIBRATION  CURVE 
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XIII  -  DEVELOPMENT  AND  TESTING 
A  -  Preliminary  V/ind  Tunnel  Test 

The  development  work  v*  in  the  field  mill  prototypes, 
appendix  1,  did  not  result  in  any  conclusions  as  to  the 
performance  of  the  field  mill  in  a  wind  tunnel  whose  air- 
stream  contained  a  particulate  suspension#  The  effect  of 
direct  impact  of  particles  on  the  stator  and  the  direct 
transfer  of  charge  to  the  stator  and  Keithley  amplifier 
from  these  particles  was  unknown.  Therefore,  the  field  mill 
with  the  calibrated  three  vane  head  section  was  placed  in 
the  v/ind  tunnel  to  determine  the  effects  of  the  above# 

The  field  mill  was  clamped  to  an  extendable  rod  which 
was  fixed  firmly  in  the  tunnel.  The  polarity  switch  of 
the  field  mill  was  set  on  ground.  The  wind  tunnel  was 
started  and  the  airflow  accelerated  to  a  velocity  of 
140  fps  with  no  dust  being  introduced.  The  field  mill 
signal  was  approximately  zero  for  the  above  conditions. 

The  dust  feeding  system  was  now  activated  and  roughly  two 
pounds  per  minute  of  dust  was  fed  into  the  airstream.  The 
field  mill  signal  as  displayed  on  the  oscilloscope  was  now 
nothing  but  noise  with  extremely  high  peaks.  One  could 
not  distinguish  any  signal  with  a  frequency  of  90  c.p.s. 
Also,  the  Keithley  amplifier  v/ould  continually  saturate. 
These  drastic  effects  were  hypothesized  to  be  caused  by  the 
impact  of  dust  particles  on  the  stator  which  would  cause 


charre  or  current  pulses#  If  this  hypothesis  was  correct* 
the  angular  velocity  of  the  rotor  could  be  reduced  to  zero 
and  the  output  signal  would  not  chancre.  The  rotor  vane  was 
stopped  and  the  oscilloscope  display  did  not  change#  There¬ 
fore,  it  would  be  necessary  to  protect  the  stator  from 
direct  impact  of  dust  particles. 

B  -  Design  Modifications 

It  was  an  extremely  difficult  design  problem  to  make 
a  cover  to  protect  the  vane  head  section  of  the  probe.  If 
a  dialectric  was  used,  in  order  that  the  electric  field 
lines  could  pass  through  the  cover,  the  static  charge 
build-up  on  the  dialectric,  as  experienced  in  the  prototype 
field  mills,  would  create  an  unacceptable  error  voltage. 

If  one  used  a  conductor  to  completely  cover  the  vane  section, 
the  electric  field  would  terminal**  or.  the  cover  and  the 
stator  would  be  completely  screened  from  the  electric  field. 
However,  a  grounded,  cone  shaped  conductor  placed  far  enough 
ahead  of  the  vane  head  section  would  deflect  the  dust 
particles  and  prevent  their  direct  impact  on  the  stater. 

This  cone  would  definitely  terminate  the  electric  field 
lines  that  were  coming  airoctl?/  into  the  stator.  However, 
the  fringing  electric  field  lines  would  not  terminate  on 
the  cover  but  would  curve  into  the  stator. 

Hence,  a  small  cone  was  made  and  placed  directly  on  top 
of  the  shadow  vane.  The  field  mill  was  then  placed  in  the 
test  cnracitor  and  a  quick  calibration  showed  that  the 
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output  voltage  was  reduced  approximately  by  a  factor  of  5* 
This  was  judged  too  drastic  a  signal  reduction.  The  cone 
was  then  moved  3/S  inch  above  the  shadow  vane  as  shown  in 
figure  25  and  a  quick  calibration  showed  a  signal  reduction 
of  only  50#'  which  was  judged  acceptable.  Before  the  field 
mill  was  placed  back  in  tne  wind  tunnel,  the  Dana  Multimeter 
was  replaced  by  a  Brush  Lightbeam  oscillograph  model 
16-2308-00. 

The  field  mill  was  placed  back  in  the  tunnel  at  approxi¬ 
mately  the  same  position  as  before  and  the  airstream  velo¬ 
city  and  dust  feed  rate  were  the  same  as  before.  The  field 
mill  output  signal  oscillograph  trace  is  shown  in  figure  32A 
and  figure  32B  shows  a  frequency  reference  signal  obtained 
by  putting  the  polarity  switch  on  V  with  dust  flow  in  the 
tunnel.  As  one  can  observe  from  the  reference  trace,  the 
signal  frequency  has  decreased.  This  was  the  result  of  a 
defective  battery  which  caused  the  d.c.  motor  to  run  at  a 
lower  rpm.  Therefore, the  battery  was  replaced  by  a  power 
supply.  The  signal  wave  form  agair  has  quite  a  lot  of 
noise  in  it.  But  a  close  comparison  will  reveal  a  definite 
signal  frequency  equal  to  the  reference  frequency.  Also 
the  extremly  high  peaks  of  the  noise  that  saturated  the 
Keithley  amplifier  are  absent.  The  simal  trace, therefore, 
showed  the  correct  trenas  but  it  would  be  impossible  to  de¬ 
termine  the  amplitude  of  the  output  signal  with  the  re¬ 
ference  frequency. 
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It  was  also  noticed  that  a  steady  d.c.  signal  input 
was  obtained  from  the  field  mill.  'Phis  d.c.  signal  made  it 
impossible  to  get  a  zero  reference  on  the  oscillograph 
trace.  It  was  also  thought  that  some  of  tne  signal  wave¬ 
form  distortion  might  be  caused  by  the  above. 

Th is  d.c.  component  of  the  field  mill  s  1  gna  1  was 
predicted  by  Nanevica,  Vance,  and  V/adsworth  (ref.  13)  • 

They  assumed  the  field  mill,  vanes  were  r.naped  to  expose  the 
stator  in  a  sinusoidual  fashion.  Then  the  instantaneous 
charge  induced  on  the  stator,  as  shown  previously  would  be 

q  =  C  EA  (1  4  sin  wt) 

2 

They  assumed  the  field  mill  load  impedance  was  essentially 
capacitive  if  the  field  mill  amplifier  input  resistance  was 
greater  than  10  tines  the  capacitive  reactance.  Therefore, 
the  instantaneous  induced  voltage  was 

V  z  a/C  =  C  EA  (1  ♦  sin  wt) 

2C 

where  C  is  the  capacity  of  the  vanes  and  amplifier  input. 
The  above  voltage  can  be  broken  up  into  two  components; 
a  d.c.  component  and  ar.  a.c.  component. 

Vdc  =  f  Eh 
2C 

Vac  =  tEA  sin  wt 
2C 


?0 


Hence  for  any  measured  electric  field  of  strength  E,  an 
induced  alternating  and  an  induced  direct  voltage  will 
result,  The  above  expression  for  the  alternating  voltage 
component  is  identical  to  equation  12  obtained  by  Mapleson 
and  \l  hit  lock. 

In  order  to  eliminate  this  d.c.  coir.oonent,  a  high 
pass  filter  or  coupling  capacitor  was  added  to  the 
oscillograph,  as  described  in  chapter  XI. 

C  -  Tunnel  Tests 

The  field  mill,  with  the  above  modifications,  was 
olaced  at  position  #1  in  the  wind  tunx  -  ,  as  shown  in 
figure  33* 


Figure  33 
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The  tunnel  air  vei.ocity  was  set  at  140  fps  and  the  dust  was 
fed  into  the  airstream  at  the  approximate  rate  of  2  lb/min. 
Figure  34  shows  the  resulting  oscillograph  trace  of  the 
field  mill  output  signal  v/ith  an  oscillograph  gain  of  10%a 
paper  speed  of  50  inches  per  second,  Keithley  electrometer 
gain  of  100  and  polarity  switch  on  ground#  Figure  35  shows 
a  reference  frequency  trace  obtained  with  no  flow  in  the 
tunnel,  the  polarity  switch  on  V,  with  the  remaining  in¬ 
strument  settings  unchanged# 

The  field  mill  was  now  moved  to  position  #2#  The 
tunnel  air  velocity  was  set  at  140  fps.  Before  dust  v/as 
injected  into  the  airstream  a  background  trace,  as  shown  in 
figure  36tv/as  obtained  with  the  polarity  switch  on  ground 
and  all  other  settings  unchanged.  The  dust  was  then  in¬ 
jected  into  the  airstream  at  a  reduced  rate  of  1  lb/min# 
(due  to  mechanical  difficulties)  and  fieure  37  shows  the 
resulting  oscillograph  trace. 

Next  the  paper  speed  of  the  oscillograph  was  reduced 
to  5  in/sec  and  two  traces  under  the  above  airstream  con¬ 
ditions  were  obtained  at  position  #2;  one  with  the  polarity 
switch  on  ground,  figure  33 »  said  one  with  the  polarity 
switch  on  V,  figure  39. 
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XIV  -  EVALUATTOl'i  OF  THE  FIELD  KILL  PERFORMANCE 
A  -  V/ind  Tunnel  Tests 


Comparison  of  the  oscillograph  trace  of  the  field 
mill  output  si.mal  at  position  U\  v/ith  dust  injected  into 
the  airstream ,  figure  ar.d  v/ith  the  reference  frequency 
trace,  firrure  35#  demonstrates  that  the  'P'  cps  frequency  of 
the  field  mill  si/^nal  has  not  beer,  destroyed  by  noise  as  in 
the  preliminary  tests*  Also,  the  noise  has  been  reduced  to 
such  a.  level,  that  the  peak-to-peak  amplitude  of  the  signal 
could  be  approximately  measured.  It  is  obvious  from 
figure  34  that  the  electric  field  in  the  tunnel  was  not 
constant  with  respect  to  time.  This  variation  in  electric 
field  was  to  be  expected  since  the  rate  of  dust  injection 
into  the  airstream  was  not  as  uniform  as  desired. 

The  approximate  average  neak-to-peak  amplitude  of  the 
field  mill  sipnal  in  figure  34  was  2.3  inches  which 


corresponds  to  an  electric  field,  as  shown  by  figure  30 
of  16,000  volts  per  meter.  Since  the  trace  in  figure  34 
was  taken  at  a  rate  of  ^  inches/ second,  the  above  electric 
field  strer.rth  ir-  not  the  avcra*e  field  strength  at  teat 
location  but  closer  to  the  s  ns  tar.  ta:  .ecus  field  strer.rth  at 
that  I.t;*  : : cr.»  However,  the  purpose  of  the  above  oscillo¬ 
graph  trace  was  to  prove  that  the  field  mill  cirr.al  fre¬ 
quent'  y  was  distinrui  shai'io  and  that  an  average  amrlitulc 
could  be  am>roximated  from  the  trace. 
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Figures  36-40  show  oscillograph  tracers  of  the  field 
mill  output  signal  obtained  with  the  instrument  located  in 
position  #2  ( figure  33)  •  Figure  ;■&  is  a  signal  trace  with 
only  residual  dust  in  the  airstream.  Since  no  distinguish¬ 
able  90  cps  frequency  is  present  and  the  peak- to -peak 
amplitude  of  the  signal  is  no  <roater  than  0.2  inches,  the 
signal  can  probably  be  attributed  to  noise  in  the  system* 

In  any  case,  the  electric  field  strength  wo'^d  have  to  be 
equal  to  or  less  than  500  volts  per  meter  as  shown  by  figure 
30. 

Figure  37  shows  the  signal  trace  obtained  with  a  dust 
feed  rate  of  1  lb/min  into  the  airstream.  Again,  the 
modulation  frequency  of  the  field  mill  signal  is  easily 
distinguished.  The  approximate  average  peak-to-peak  ampli¬ 
tude  of  the  signal  is  3.1  inches  which  corresponds  to  an 
electric  field  strength  from  figure  31  of  6000  volts  per 
meter*  Since  the  only  variable  change  between  figure  36 
and  figure  37  was  the  addition  of  dust  into  the  airstream, 
one  can  conclude*  that  the  dust  is  the  agent  causing  the 
electric  field,  i'-um  the  analysis  of  the  field  mill  signal 
trace  presented  in  1  igurc-s  3$  and  37,  or.c  can  conclude  that 
the  field  mill  will  indeed  satisfy  thr*  specification  of 
measuring  the  magnitude  of  an  unknown  electric  field. 

The  signal  traces  shown  in  figures  38,  39  and  40  were 
recorded  at  the  rate  of  5  inches  per  second,  as  compared 
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with  the  50  inches  per  second  for  the  previous  traces  •,  ill 
order  that  the  nature  of  the  average  electric  field  at  a  . 

1 

point  in  the  tunnel  could  be  examined -and  to  test  the 

i 

electric  field  polarity  determination  method.  Figure  38 

1 

shows  the  field  mill  signal  obtained  with  the  polarity  switch 
set  on  ground  (the  same  as  for  the  previous  traces).  In 
this  trace  the  unsteady  nature  of  the  electric  field  is 
quite  obvious.  In  order  to  obtain  an-  average  amplitude  of 

1 

the  signal  that  could  be  compared  with  a  signal  amplitude 
at  another  location,  one  would  probably  be  forced  to  use 
statistical  methods.  However,  the  aoproximate  average 

1  *  ♦ 

peak-to-peak  amplitude  was  1.0  inch  which  corresponds 
to  an  electric  field  of  5500  volts  per  meter.  * 

! 

Figure  39  shows  the  field  mill  signal  obtained  with 
the  polarity  switch  set  on  V.  A  comparison  of  the  amplitude 
of  the  signal  traces  in  figures  38  and  -39  shows  that  the 
signal  amplitude  has  increased  with  the  polarity  switch 
on  V,  This  would  indicate  the  presence  of  an  electric  field 
of  positive  polarity.  The  approximate  average  amplitude  of 
the  signal  in  figure  39  was  2  inches. 

Figure  40  shows  the  trace  obtained  with  the  polarity 
switch  set  on  V  (136  volts  applied  to  the  shadow  vane) 

with  no  dust  flow.  The  peak-to-peak  amplitude  of  the' 

\ 

polarity  trace  was  1*5  inches.  The  ideal  amplitude  of  the 
signal  obtained  in  fugure  39  would  be  the  sum  of  the  aropli- 


tudes  in  fibres  3$  and  or  2.5  inches.  Due  to  the  non¬ 
steady  nature  of  the  raeas'-.red  electric  field  and  the  very 
rdu<*h  approximations  to  ~i-.°  «.•»  rase  amplitudes  of  the 
signals,  the  actual  amplitude  of  fi/pire  39  was  considered 
acceptable..  Therefore*  the  desifpi  specification  to  be  able 

i 

to  determine  the  polarity  of  an  unknown  electric  field  was 

i 

satisfied.  ; 


.  I 
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3  -  Summary  and  Conclusions 


The  field  mill  v/ith  the  three  vane  head  section  and 

deflecting  cone  did  indicate  "1  early  the  oreser.ee  of  an 

•> 

electric  field  in  the  wind  tunnel  when  the  airstream  v/as 
injected  with  dust.  The  annroxinate  a-'era^e  electric  field 
strength  at  nositior.  and  position  !l?.  in  the  tunnel  v/as 
respectively  16,000  and  6,000  volts  per  meter  v/ith  an 
indicated  positive  polarity  at  position  #2.  The  purpose 
of  the  above  measurements  v/as  to  demonstrate  the  field  mill 
could  determine  the  magnitude  and  polarity  of  an  unknown 
electric  field.  Since  the  above  electric  field  strengths 
v/ere  obtained  with  two  different  dust  injection  rates,  no 
hypothesis  can  be  made  about  the  presence  of  an  electric 
fielc  gradient. 

Due  to  the  non-steady  state  nature  of  the  electric 
field,  the  magnitude  of  the  unknown  electric  field  in  the 
wind  tunnel  was  difficult  tc  determine  accurately. 
Statistical  analysis  <£  the  field  mill  data  will  probably 
be  necessary  to  determine  if  an  electric  field  .-radiant 
exists  and  to  test  the  effects  cf  a  vortex  on  the  above 
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APPENDIX  I  -  DESIGN.  TEST.  AND  EVALUATION  OF  FIELD  KILL 
PROTOTYPES 


Prototype  PI 


It  was  decided  that  the  first  field  mill  prototype, 

PI#  built  during  this  investigation  would  be  of  the  fixed 
conductor,  or  stator,  type  with  a  ^rounded  rotating  vane, 
or  rotor,  directly  above  it*  Not  knowing  the  magnitude  of 
signal  to  expect,  the  rotor  and  stator  were  made  very  large, 
alternate  quadrants  of  a  3  inch  diameter  circle*  The  stator 
vane  and  small  d*c*  motor,  used  to  power  the  rotor  vane, 
were  mounted  on  a  3  inch  diameter  x  £  inch  thick  piece  of 
plexiglass*  The  mounting  plate#  stator#  and  rotor  are 
shown  in  figure  Al. 

The  only  problem  encountered  in  building  this  proto¬ 
type  was  the  need  for  an  extremely  high  impedance  amplifier 
in  order  that  the  condition  w2C2R2^l  be  net  in  equation 
12.  During  some  previous  attempts  to  measure  electrostatic 
phenomenon  by  a  d.c*  method,  a  high  input  impedance 
(approximately  lO1^  ohms  maximum)  solid  state  Keithley 
electrometer  model  610C  was  used*  A  frequency  response 
check  was  made  on  the  above  instrument  using  a  wave-tech 
signal  generator  and  502A  Tektronic  oscilloscope,  figure  A2. 


BMW 
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The  signal  generator  was  used  to  input  a  fixed  amplitude 


sine-wave -to  the  Keithley  amplifier  and  the  output  of  the 


Keiihley  was  displayed  on  the  scope*  The  frequency  of  the 


sine-wave  w ;is  varied  from  10  cps  to  approximately  3000  cps 


with  several  different  sain  settings  on  the  Keithley*  No 


distortion  or  reduction  in  amplitude  of  the  sine-wave  was 


observed*  Since  the  maximum  possible  frequency  of  the 


alternating  field  mill  signal  was  approximately  200  cps* 


the  Keithley  electrometer  was  used  to  amplify  the  alter¬ 


nating  current  induced  on  the  stator  plate* 


Field  mill  PI  was  now  placed  in  the  test  capacitor  as 


shown  in  figure  A3*  The  stator  plate  was  connected  to  the 


input  of  the  Keithley  by  shielded  cable.  The  recorder 


output  of  the  Keithley  was  then  connected  to  an  oscillo¬ 


scope.  A  potential  of  2500  volts  d.c.  was  applied  to  the 
test  capacitor  and  figure  A4  shows  the  field  mill  output 
signal  wave  form*  A  rough  calibration  of  field  mill  PI 


is  presented  in  figure  A5» 


The  investigator  had  expected  the  signal  peak-to-peak 


voltage  to  be  on  the  order  of  millivolts,  but  one  can 


observe  from  figure  A  5*.. that  the  signal  was  on  the  order 


of  volts.  Hence,  an  immediate  program  to  miniturize  the 


field  mill  was  started  and  no  further  tests  were  run  with 


the  above  instrument. 


'  .  <vV.iH.x-  » - 
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B  -  Prototype  P2 


The  second  prototype#  P2  was  identical  to  PI  except 
the  rotor  was  made  of  alternate  quadrants  of  a  1.5  inch 
circle#  figure  A6.  P2  was  again  placed  in  the  test  capa¬ 
citor  and  connected  in  the  same  manner  as  PI#  The  signal 
peak-to-peak  voltage  of  the  field  mill  was  reduced  but  it 
was  still  in  the  low  volts  and  high  millivolt  range# 

Hence#  a  smaller#  completely  new  prototype#  P3*  was  built. 


c  -  Prs.ta.type,  £3 

Field  mill  prototype  P3  consisted  of  a  stator  and  rotor 
made  from  alternate  quadrants  of  a  3/4  inch  circle.  The 
stator  and  d#c#  motor  were  mounted  on  a  plexiglass  plate 
1  inch  in  diameter,  figure  A7. 

P3  was  again  placed  in  the  test  capacitor#  figure  A8, 
and  carefully  calibrated#  as  shown  in  figure  A9#  from  0  volts 
per  meter  to  6500  volts  per  meter  with  a  corresponding  out¬ 
put  peak-to-peak  signal  voltage  of  1  millivolt  to  49  milli¬ 
volts.  As  one  can  observe#  the  experimental  relationship 
between  electric  field  strength  and  field  mill  output 
voltage  was  extremely  linear.  Ho  statistical  curve 
fitting  procedures  were  deemed  necessary. 

During  calibration  of  P3#  it  was  noticed  that  the  field 
mill  output  voltage  would  not  go  to  zero  when  zero  electric 
field  was  present.  And  in  addition,  this  error  voltage 


^s>r+#~  £ 
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was  not  constant  but  varied  from  several  millivolts  to  a 
maximum  of  100  mv  for  short  periods  of  time#  It  was  also 
noted  that,  if  a  grounded  probe  touched  the  plexiglass 
mounting  plate  in  zero  field,  the  error  voltage  would 
change.  Therefore,  it  was  concluded  that  bound  static 
charge  was  being  built  up  on  the  plexiglass  plate.  To 
correct  this  the  alternate  quadrant  stator  was  modified  to 
a  full  circle  with  two  alternate  quadrants  acting  as  sensor 
and  two  alternate  quadrants  electrically  isolated  and 
grounded,  as  shown  in  figure  A7  and  figure  A10. 

-  Plexiglass 


Grounded  quadrants 


‘Stator 


The  zero  field  output  voltage  was  again  checked  and  this  time 
it  remained  constant  at  approximately  A  millivolts. 

It  was  also  noted,  during  testing  of  field  mill  ?3, 
that  a  movement  of  the  shielded  cable  connecting  the  stator 
to  the  Keith ley  amplifier  caused  the  field  mill  signal  to 
meve  up  and  down  on  the  oscilloscope  display*  It  was 
hypothesized  that  movement  of  the  cable  caused  small  d,c. 


currents  to  be  produced  which  displaced  the  mean  d,c*  voltage 
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It  was  placed  6  inches  behind  a  differential  air  foil  set 
at  ±  7°  angle  of  attack  with  an  air  speed  of  140  fps.  The 
height,  h,  of  the  stator  was  varied  from  25  inches  to  16 
inches  with  corresponding  electric  field  reading  being  taken 
at  each  point  under  the  following  conditions* 

(1)  tunnel  air  flow  only* 

(2)  tunnel  air  flow  plus  nozzle  (dust  feeding  system) 
air  flow. 

(3)  tunnel  air  flow  seeded  with  a  suspension  of 
dust  particles. 

The  electric  field  at  the  first  data  point,  h  :  2.5  inches, 
was  approximately  500  V/m  under  conditions  1  and  2.  When 
dust  was  added  to  the  airstream,  condition  3,  the  electric 
field  increased  to  approximately  6000  V/m  and  the  output 
signal  was  a  perfect  sine-wave  with  zero  noise  distortion. 
Hence,  the  field  mill  seemed  to  be  performing  well  and  the 
cable  movement  caused  little  problem.  However,  when  the 
dust  and  tunnel  were  shut  down,  the  field  mill  still  indi¬ 
cated  an  electric  field  strength  of  6000  v/m.  The  investi¬ 
gator  then  opened  up  the  wind  tunnel  and  wiped  his  hand 
over  the  remaining  exposed  area  of  the  plexiglass  mounting 
plate.  This  reduced  the  indicated  electric  field  to  200  v/m. 
Hence,  the  old  problem  of  bound  charge  build-up  on  the 
plexiglass  plate  was  reappearing  but  to  a  much  more  serious 
degree.  This  was  due  to  the  triboelectric  charging  (friction 
charging)  of  the  dust  particles  on  the  plexiglass. 
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In  spite  of  the  above  problem  the  tunnel  test  was  con¬ 
tinued  with  data  taken  at  several  h  values  (the  plexiglass 
plate  was  discharged  between  each  data  point).  A  graph  of 
the  electric  field  gradient  obtained  in  this  manner  is 
presented  in  figure  A12.  However,  no  conclusions  can  be 
drawn  from  these  tests  as  long  as  the  electric  field,  due 
to  the  dust  particles,  is  distorted  by  the  bound  charge  on 
the  plexiglass. 

Therefore,  the  entire  plexiglass  mounting  plate  was 
coated  with  conducting  silver  paint  and  grounded,  and  the 
stator  was  electrically  insulated  from  the  conducting 
silver,  see  figure  A13* 

With  these  modifications  made  the  field  mill  was  again 
placed  in  the  wind  tunnel  in  the  same  orientation  as  before 
with  h  *  5  inches.  Again  dust  was  injected  into  the  air- 
stream.  This  time  the  output  signal  from  the  field  mill 
was  not  steady  in  amplitude  but  was  varying,  as  would  be 
expected.  The  tunnel  and  dust  was  shut  down,  but  the  output 
signal  of  the  field  mill  persisted.  It  indicated  an  electric 
field  strength  of  approximately  1000  v/n.  The  investigator 
again  opened  up  the  tunnel  and  wiped  his  iyr.d  over  the 
silver-coated  plexiglass  plate;  the  signal  persisted.  Sut, 
the  signal  would  go  to  zero  if  one's  hand  was  placed  directly 
above  the  field  mill,  which  would  indicate  that  a  field  of 
this  strength  was  actually  present  in  the  tunnel  and  was 
being  shielded  from  the  staler  by  one's  hand.  The  only 
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surface  above  the  field  mill  was  a  window  in  the  wind  tunnel* 
and  it  so  happens  that  this  window  was  made  of  plexiglass. 

The  field  mill  stator  was  now  orientated  approximately  1  inch 
away  from  the  window.  An  electric  field  strength  of  approxi¬ 
mately  68*000  V/m  was  indicated.  This  corresponds  to  a 
potential  of  approximately  1700  volts  on  the  window.  The 
varnished  wooden  walls  of  the  tunnel  were  also  checked  for 
static  charge  built-up  and  none  was  found. 

Again,  the  field  distortion  caused  by  these  windows 
would  make  any  electric  field  gradient  measurements 
invalid.  Therefore,  the  windows  were  covered  with 
aluminum  foil. 

Since  the  dust  particles  were  clogging  the  exposed 
d.c.  motor  of  the  field  mill,  all  further  planned  tests 
were  discontinued  until  a  completely  sealed  field  mill 
could  be  obtained  (this  model  is  discussed  extensively 
in  the  main  body  of  this  investigation) .  However,  many 
interesting  conclusions,  which  are  listed  below,  have  been 
obtained  from  the  above  tests. 

(1)  The  vibration  of  the  shielded  cable  was  not 
as  serious  a  problem  as  predicted. 

(2)  The  charging  of  the  plexiglass  mounting  plate 
proved  to  be  a  serious  source  of  error  but 
could  be  eliminated  by  design  changes. 

(3)  The  performance  evaluation  of  the  field  mill 
in  obtaining  electric  field  gradients  was 
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limited  by  the  distortion  caused  by  the  bound 
charge  on  the  plexiglass  mounting  plate  of  the 
field  mill  and  the  plexiglass  windows  in  the 
wind  tunnel. 

However,  the  field  mill  proved  that  it  was 
valuable  as  a  diagnostic  instrument  for  de¬ 
termining  the  effects  of  the  wind  tunnel  walls 
on  the  electric  field. 

(4)  The  observation  was  made  that  a  notch  or  band¬ 
pass  filter  might  be  needed  when  the  field 
distortion  effects  were  eliminated. 


Ill 


E  -  Test  to  Evaluate  the  Asymmetric  Wave  Form  Method  of 


A  simple  method  for  determining  the  polarity  of  an 
unknown  electric  field,  using  a  field  mill,  was  introducing 
an  asymmetry  in  the  output  wave  form  (ref*  12).  The  above 
could  be  accomplished  by  shaping  the  stator  and  rotor  vanes 
as  showr  in  figure  A14-A.  Nov;  the  peak-to-peak  voltage  of 
the  field  mill  was  given  by  equation  12  as 


V  s  _fA  * 

2C  “ 

where  A  was  the  maximum  exposed,  or  screened,  area*  When 
the  rotor  vane  is  in  the  position  shown  in  A14-B,  the 
value  of  A  is  Aj_.  When  the  rotor  is  the  position  shown  in 
A  14- C,  the  value  of  A  is  Ag*  But  A^  is  less  than  A2* 
Therefore,  Vi  will  be  less  than  V2  and  the  wave  form  pre¬ 
sented  in  figure  A14-D  will  result.  When  the  polarity  of 
the  electric  field  changes,  the  wave  form  will  change  to 
that  shown  in  figure  A14-E. 

Thus,  if  the  field  mill  signal  was  displayed  on  an 
oscilloscooe  and  the  position  of  the  asymmetrical  v»ave 
form  noted  for  a  certain  polarity,  the  polarity  of  an 
unknown  electric  field  would  also  be  known  by  observing 
the  oscilloscope  di onlay.  Figure  A15  presents  pictures  of 
oscilloscope  displays  demonstrating  the  foregoing  principles. 


114 

t 

*  t 

The  only  problem  with  using  an  asymmetric  wave  form  for 
determining'  polarity  was  the  inability  to  distinguish  the 
above  wave  form  in  a  varying  electric  field*  Hence  no 

t  , 

further  study  was  made  of  this  technique* 
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